Automated whole breast ultrasound.
Bilateral whole breast (screening) ultrasound has been well established in multiple single- and multi-institution published studies as a valuable adjunct to mammography screening for early detection of breast cancer. However, implementation of screening breast ultrasound programs has been limited and has met with resistance because of the number of potential false positives generated by ultrasound screening, and the lack of available personnel to perform the examination. Automated breast ultrasound, which has recently been approved by the US Food and Drug Administration for use in whole-breast ultrasound screening, is a potential option for providing breast ultrasound screening on a widespread basis.